A new method for early detection of renal allograft rejection. Gel high-performance chromatography of urinary IgM.
We developed a new device utilizing high-performance chromatography to measure urinary IgM protein in renal transplant recipients. With this device we were able to obtain a reliable result in less than 2 h, requiring much less time than using the conventional method. Urinary IgM was found in 22 of 23 posttransplantation patients (96%) during acute rejection. An increase in urinary IgM excretion was noted 2-3 days before the appearance of clinical signs of acute rejection.